Twiddler's syndrome: an interesting cause of pacemaker failure.
This case report describes a patient with twiddler's syndrome, a rare condition of permanent pacemaker failure resulting from inadvertent or deliberate rotation of the pulse generator causing lead dislodgement. This report underscores the importance of dementia as a risk factor for twiddler's syndrome.